SREATH At cop

MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY - JUN -7 200
ALCO-SENSOR IV/RBT IV MAINTENANCE REPORT '

RS

0{. PROGR,’,“‘ !; l:

) hY
Complete this report in duplicate at the ime of the regular monthly preventive malntenance check, and whenever‘i’ns’i?d&eht is-repalred.
Send copy to Pepartment of Health; retain original In department file.

ALCO SENSCR IV SN RBT IV 5N DATE OF INSPECTINN

030451 . 06-06-09
LOCATION OF [INSTRUMENT (STRéE'F AND CITY) TIME OF INSPECTION

501 Faraon Street, St. Joseph, Missouri 0802

CHECKLIST: Place a check (&) to the left of each itam If found to be satlsfactory or if operating within established limits. (Write
In observed values where determined.} Unchecked items must be correcied befors using instruments.

@ DIGITAL READQUT {Al.L ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (10° C - 40° C)

PRINTER WORKING PROPERLY

@ TIME AND DATE DISPLAYING PROPERLY

. CALIBRATION CHECK -
Run threa iests using a standard solution. All thrae tests must be within.+ 6% of the standard valus and must have a spread
of .005 or less. Check the box torresponding to the standard soluifon belng used, (PRINTOUT ATTACHED)
0.160% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD 18 TO BE USED PER MAINTENANCE REPORT)

TEST 1 = 095 " TEST 2 - 095 | TEST 3 * 099

M SIMULATOR TEMPERATURE (34°t 2°¢) 34.0 -

RFI DETECTOR OPERATING

NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS FOLLOWS:
(DO NOT INCLUDE SIMULATOR TESTS) .

REFUSALS 1 {0-.04) 0 {.05-.09) 0 {50-,14) 3 (156-.19) . 0 {over 19y 1

List any new parts and describe any alleration or medification that was mads {o restore the Instrument {o operale satisfactorlly and within establlshed
limits {use other slde if necessary)

Instrument is operating within the limits set forth by the Missouri Department of Health. Solution provided by

Repco Marketing .100 solution, Lot #08002 expires10/13/2010,

INSPECTI'\IG OFFICER . .-

staNATUREAL 4 ‘ y, LI PRINT RN,
> / 7. j/ %‘ ' % Scott Gary Chrls McBane

TYPE 1l PERMF NUMBERIEXPIRATION DATE TELEPHONE NUMBER

820051 03/06/11 B20270 09/18/10 f ! {816)271-56369

MO 580-1354 {9-94) AM BQUAL QPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB 114
services pravidad on s nendlscriminatory batiy




REPCO MARKETING INC.

3101.188 STONYBROOK DRIVE
RALEIGH, N.C, 27604
919-876-8480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 08002
EXPIRATION DATE: October 13,2010 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and supplied Lot
Number 08002 of Aleohol Certified Solution for simulators. Random
samples of said lot number were analyzed utilizing a gas chromatograph and
found to contain 0.1209 gms/dl wt/vol ethyl alcohol in aqueous solution (i.e.
ethanol).

The alcohol and distilled water used in the solution were found to be
free of any interfering substance.

This solution will produce a vapor alcohol value of 0.100% +/-3%
when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator.

The date of manufacture for this lot number is October 14, 2608. The
expiration date for this lot number is October 13, 2010 at 11:59 p.m.

This document is a true representation of the original Certificate of

Analysis, é

Cecil B. Garner, President
RepCo Marking, Inc.

Form MO 01
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Ii

SCOTT GARY

Is hereby authorized to Instruct and supervise operators, train Instructors, Inspect,
callbrate, perform fleld repairs, and operate the following breath analyzer(s):

DATAMASTERIALCO-SENSOR IV/RBT 1V

for the determination of the alcoholic content of biood from a sample of expired (alveolar)
alr. Issued under the provisions of sections 577.020 tarough 577.041, RSMo 1986.

Qo ¥ Wat s 340

oate _03/06/09

920051 yr of State Public Health Laboratory
Number i ‘ - / h‘w“’
o, 0310612011 Mg T B o

Director, Department of Health
MO 860-0711 (7-88) Leb, 4 {R7-88)




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

CHRISTOPHER MCBANE

Is hereby authorized to Instruct and supervise 'operators, train Instructors, Inspect,
callbrate, perform fisld repairs, and operate the following breath analyzer{s)
DATAMASTER:ALCO-SENSOR IV

fortha determination of the alcoholic content of blood from a sample of expired (alveolar)
alr. Issued under the provisions of sections 577.020 through 677,041, RSMo 1986,

09/18//08 Qoln § Wathuwson

Date
820270 ) 2 lrmatar nt. f.‘l [ 29 + TN B N PR T Lﬂbulﬂtory
ber ﬂ S
09/18/2010 L
Explres
Direoler, Dapartment of Health
MO 820-0771 {7-88) Lab. 4 {A7-88)




